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ARALYTROAL LABHRATIIRY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

May 9, 2016

Ross Hartman

Strategic Environmental Services
362 Putnam Hill Road

Sutton, MA 01590

Project Location: GLX - RGP

Client Job Number:

Project Number: 2140547

Laboratory Work Order Number: 16E0017

Enclosed are results of analyses for samples received by the laboratory on May 2, 2016. If you have any questions concerning
this report, please feel free to contact me.

Sincerely,

Meghan E. Kelley
Project Manager
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Strategic Environmental Services

362 Putnam Hill Road REPORT DATE: 5/9/2016
Sutton, MA 01590 PURCHASE ORDER NUMBER: 20141204

ATTN: Ross Hartman

PROJECT NUMBER: 2140547

ANALYTICAL SUMMARY

WORK ORDER NUMEER: 16H0017

The results of analyses performed on the following samples submitted to the CON-TEST Analytical Laboratory are found in this report.

PROJECT LOCATION: GLX - RGP
FIELD SAMPLE # LABID: MATRIX SAMPLE DESCRIPTION TEST SUB LAB
WSPS Influent Monthly (7) 16E0017-01 Ground Water EPA 1664B

SM21-22 3500 Cr B
SM21-22 4500 CL B
SM21-22 4500 CL G
SM21-22 4500 HB
SW-846 6010C-D
SW-846 6020A-B
SW-846 8260C
Tri Chrome Calc.
WSPS Effluent Monthly (7) 16E0017-02 Ground Water EPA 16648
SM21-22 3500 Cr B
SM21-22 4500 CL B
SM21-22 4500 CL G
SM21-22 4500 HB
SW-846 6010C-D
SW-846 6020A-B
SW-846 8260C
Tri Chrome Calc.
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CASE NARRATIVE SUMMARY

All reported results are within defined laboratory quality control objectives unless listed below or otherwise qualified in this report.

SM21-224500HB

Qualifications:

H-05

Holding time was exceeded. pH analysis should be performed immediately at time of sampling. Nominal 15 minute holding time was

exceeded.
Analyte & Samples(s) Qualified:

pH
16E0017-01{WSPS Influent Monthly (7)], 16E0017-02[WSPS Efftuent Monthly (7)}

SW-846 8260C

Qualifications:

RL-05

Elevated reporting limit due to high concentration of target compounds. MA CAM reporting limit not met.

Analyte & Samples(s) Qualified:

16E0017-01{WSPS Influent Monthly (7)]

SW-846 6010C/D SW-846 6020A/B

For NC, Metals methods SW-846 6010D and SW-846 6020 are followed, and for all other states methods SW-846 6010C and SW-846 6020A are followed.

SW-846 8260C

Laboratory control sample recoveries for required MCP Data Enhancement 8260 compounds were all within limits specified by the method except for “difficult analytes” where

recovery control limits of 40-160% are used and/or unless otherwise listed in this narrative. Difficult analytes: MIBK, MEK, acetone, 1,4-dioxane, chloromethane,

dichlorodifluoromethane, 2-hexanone, and bromomethane.

The results of analyses reported only relate to samples submitted to the Con-Test Analytical Laboratory for testing.

I certify that the analyses listed above, unless specifically listed as subcontracted, if any, were performed under my direction according to the approved methodologies listed
in this document, and that based upon my inquiry of those individuals immediately responsible for obtaining the information, the material contained in this report is, to the

best of my knowledge and belief, accurate and complete.

)
[ ia '}VW&WM

¢
Lisa A. Worthington

Project Manager
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Project Location: GLX - RGP Sample Description: Work Order: 16E0017
Date Received: 5/2/2016
Field Sample # WSPS Influent Monthly (7) Sampled: 5/2/2016 08:45

Sample ID: 16E0017-01

Sample Matrix: Ground Water

Sample Flags: RL-05 Volatile Organic Compounds by GC/MS
Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
1,1-Dichloroethane ND 4.0 pg/L 4 SW-846 8260C 5/5/16 5/5/16 22:27 MEFF
1,1-Dichloroethylene ND 4.0 pe/L 4 SW-846 8260C 5/5/16 5/5/16 22:27 MFF
cis-1,2-Dichloroethylene 370 4.0 ug/L 4 SW-846 8260C 5/5/16 5/5/16 22:27 MEFF
Tetrachloroethylene 120 4.0 pe/L 4 SW-846 8260C 5/5/16 5/5/16 22:27 MFF
Trichloroethylene 43 4.0 pe/L 4 SW-846 8260C 5/5/16 5/5/16 22:27 MFF
Vinyl Chloride ND 8.0 ug/L 4 SW-846 8260C 5/5/16 5/5/16 22:27 MEFF
Surrogates % Recovery Recovery Limits Flag/Qual
,2-Dichloroethane-d4 116 70-130 5/5/16 22:27
Toluene-d8 97.4 70-130 5/5/16 22:27
4-Bromofluorobenzene 89.5 70-130 5/5/16 22:27
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
Project Location: GLX - RGP Sample Description: Work Order: 16E0017
Date Received: 5/2/2016
Field Sample # WSPS Influent Monthly (7) Sampled: 5/2/2016 08:45
Sample ID: 16E0017-01

Sample Matrix: Ground Water

Metals Analyses (Total)

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Arsenic ND 2.0 pg/L 5 SW-846 6020A-B 5/4/16 5/5/1612:34 WSD
Chromium ND 5.0 ug/L 5 SW-846 6020A-B 5/4/16 5/5/16 12:34 W3b
Chromium, Trivalent ND 1.0 mg/L 1 Tri Chrome Calc. 5/9/16 5/9/16 7:14 MIH
Iron 2.2 0.050 mg/L 1 SW-846 6010C-D 5/4/16 5/5/16 19:41 AME
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
Project Location: GLX - RGP Sample Description: Work Order: 16E0017
Date Received: 5/2/2016
Field Sample # WSPS Influent Monthly (7) Sampled: 5/2/2016 08:45
Sample ID: 16E0017-01

Sample Matrix: Ground Water

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total)

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Chloride 630 10 mg/L 10 SM21-22 4506 CL B 5/3/16 5/3/16 19:30 DIM
Chlorine, Residual 0.025 0.020 mg/L 1 SM21-22 4500 CL G 5/2/16 5/2/16 20:50 DIM
Hexavalent Chromium ND 0.0040 mg/L 1 SM21-223500Cr B 5/2/16 5/2/16 18:00 AMM
pH @21.6°C 6.8 pH Units 1 H-05 SM21-22 4500 HB 5/2/16 5/2/16 18:40 AMM
Silica Gel Treated HEM (SGT-HEM) ND 1.4 mg/L 1 EPA 1664B 5/5/16 5/5/16 11:00 LL
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
Project Location: GLX - RGP Sample Description: Work Order: 16E0017
Date Received: 5/2/2016
Field Sample #: WSPS Effluent Monthly (7) Sampled: 5/2/2016 09:05
Sample ID: 16E0017-02

Sample Matrix: Ground Water

Volatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
1,1-Dichloroethane ND 1.0 pg/L 1 SW-846 8260C 5/5/16 5/5/16 22:01 MEFF
1,1-Dichloroethylene ND 1.0 pe/L 1 SW-846 8260C 5/5/16 5/5/16 22:01 MFF
cis-1,2-Dichloroethylene ND 1.0 ne/L 1 SW-846 8260C 5/5/16 5/5/16 22:01 MFF
Tetrachloroethylene ND 1.0 pe/L 1 SW-846 8260C 5/5/16 5/5/16 22:01 MFF
Trichloroethylene ND 1.0 pe/L 1 SW-846 8260C 5/5/16 5/5/16 22:01 MFF
Vinyl Chloride ND 2.0 ug/L 1 SW-846 8260C 5/5/16 5/5/16 22:01 MEFF
Surrogates % Recovery Recovery Limits Flag/Qual
,2-Dichloroethane-d4 127 70-130 5/5/16 22:01
Toluene-d8 101 70-130 5/5/16 22:01
4-Bromofluorobenzene 89.3 70-130 5/5/16 22:01
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
Project Location: GLX - RGP Sample Description: Work Order: 16E0017
Date Received: 5/2/2016
Field Sample #: WSPS Effluent Monthly (7) Sampled: 5/2/2016 09:05
Sample ID: 16E0017-02

Sample Matrix: Ground Water

Metals Analyses (Total)

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Arsenic ND 2.0 pg/L 5 SW-846 6020A-B 5/4/16 5/5/1612:37 WSD
Chromium ND 5.0 ug/L 5 SW-846 6020A-B 5/4/16 5/5/16 12:37 W3b
Chromium, Trivalent ND 1.0 mg/L 1 Tri Chrome Calc. 5/9/16 5/9/16 7:14 MIH
Iron ND 0.050 mg/L 1 SW-846 6010C-D 5/4/16 5/5/16 19:46 AME
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
Project Location: GLX - RGP Sample Description: Work Order: 16E0017
Date Received: 5/2/2016
Field Sample #: WSPS Effluent Monthly (7) Sampled: 5/2/2016 09:05
Sample ID: 16E0017-02

Sample Matrix: Ground Water

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total)

Date Date/Time
Analyte Results RL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Chloride 720 10 mg/L 10 SM21-22 4506 CL B 5/3/16 5/3/16 19:30 DIM
Chlorine, Residual ND 0.020 mg/L 1 SM21-22 4500 CL G 5/2/16 5/2/16 20:50 DIM
Hexavalent Chromium ND 0.0040 mg/L 1 SM21-223500Cr B 5/2/16 5/2/16 18:00 AMM
pH @23.5°C 7.3 pH Units 1 H-05 SM21-22 4500 HB 5/2/16 5/2/16 18:40 AMM
Silica Gel Treated HEM (SGT-HEM) ND 1.4 mg/L 1 EPA 1664B 5/5/16 5/5/16 11:00 LL
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Extraction Data

EPA 1664B

Lab Number [Field ID] Batch Initial [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148409 1000 05/05/16
16E0017-02 [WSPS Effluent Monthly (7)] B148409 1000 05/05/16
SM21-22 3500 Cr B

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148174 50. 50.0 05/02/16
16E0017-02 [WSPS Effluent Monthly (7)] B148174 5 50.0 05/02/16
SM21-22 4500 CL.B

Lab Number [Field ID] Batch Initial [ml)] Final [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148280 100 100 05/03/16
16E0017-02 [WSPS Effluent Monthly (7)] B148280 100 100 05/03/16
SM21-22 4500 CL G

Lab Number [Field ID] Batch Initial [m1] Final [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148177 100 100 05/02/16
16E0017-02 [WSPS Effluent Monthly (7)] B148177 100 100 05/02/16
SM21-22 4500 HB

Lab Number [Field ID] Batch Initial [m1] Date
16E0017-01 [WSPS Influent Monthly (7)] B148175 50.0 05/02/16
16E0017-02 [WSPS Effluent Monthly (7)] B148175 50.0 05/02/16
Prep Method: SW-846 3005A-SW-846 6010C-D

Lab Number [Field I3} Batch Initial [m] Final fmL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148367 50.0 50.0 05/04/16
16E0017-02 [WSPS Effluent Monthly (7)] B148367 50.0 50.0 05/04/16
Prep Method: SW-846 3005A-SW-846 6020A-B

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148368 50.0 50.0 05/04/16
16E0017-02 [WSPS Effluent Monthly (7)] B148368 50.0 50.0 05/04/16
Prep Method: SW-846 5030B-SW-846 8260C

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148423 1.25 5.00 05/05/16
16E0017-02 [WSPS Effluent Monthly (7)] B148423 5 5.00 05/05/16

ED_004664_00001762-00011

| Page 11 of 21




Table of Contents

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Extraction Data
Prep Method: SW-846 3005A-Tri Chrome Calc.

Lab Number [Field ID] Batch

Initial [mL] Final [mL] Date
16E0017-01 [WSPS Influent Monthly (7)] B148658 1.00 1.00 05/09/16
16E0017-02 [WSPS Effluent Monthly (7)] B148658 1.00 1.00 05/09/16
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source Y%REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B148423 - SW-846 5030B
Blank (B148423-BLK1) Prepared & Analyzed: 05/05/16
1,1-Dichloroethane ND 1.0 ng/L
1,1-Dichloroethylene ND 1.0 ug/L
¢is-1,2-Dichloroethylene ND 1.0 ug/L,
Tetrachloroethylene ND 1.0 ngL
Trichloroethylene ND 1.0 ug/L
Vinyl Chloride ND 2.0 ne/L
Surrogate: 1,2-Dichloroethane-d4 29.2 ug/L 25.0 117 70-130
Surrogate: Toluene-d8 250 ngL 25.0 100 70-130
Surrogate: 4-Bromofluorobenzene 221 ne/L 25.0 88.6 70-130
LCS (B148423-BS1) Prepared & Analyzed: 05/05/16
1,1-Dichloroethane 12.0 1.0 ug/L 10.0 120 70-130
1,1-Dichloroethylene 937 1.0 ng/L 10.0 93.7 70-130
cis-1,2-Dichloroethylene 11.7 1.0 ngL 10.0 117 70-130
Tetrachloroethylene 1.6 1.0 ug/L 10.0 116 70-130
Trichloroethylene 10.5 1.0 ug/L 10.0 1035 70-130
Vinyl Chloride 8.472 2.0 ng/L 10.0 84.2 70-130
Surrogate: 1,2-Dichloroethane-d4 27.7 ng/L 25.0 111 70-130
Surrogate: Toluene-d8 26.2 ug/L 25.0 105 70-130
Surrogate: 4-Bromofluorobenzene 252 ug/L, 25.0 101 70-130
LCS Dup (B148423-BSD1) Prepared & Analyzed: 05/05/16
1,1-Dichloroethane 11.3 1.0 ng/L 10.0 113 70-130 557 20
1,1-Dichloroethylene 916 1.0 ug/L 10.0 91.6 70-130 227 20
c¢is-1,2-Dichloroethylene 11.4 1.0 ng/L 10.0 114 70-130 217 20
Tetrachloroethylene 11.4 1.0 ug/L 10.0 114 70-130 2.17 20
Trichloroethylene 10.4 1.0 ug/L 10.0 104 70-130 0.862 20
Vinyl Chloride 835 2.0 ng/L 10.0 83.5 70-130 0.835 20
Surrogate: 1,2-Dichloroethane-d4 27.2 ug/L 25.0 109 70-130
Surrogate: Toluene-d8 259 ug/L 25.0 104 70-130
Surrogate: 4-Bromofluorobenzene 24.9 ngL 25.0 99.6 70-130
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Metals Analyses (Total) - Quality Control

Reporting Spike Source Y%REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B148367 - SW-846 3005A
Blank (B148367-BLK1) Prepared: 05/04/16 Analyzed: 05/05/16
Iron ND 0.050 mg/L
LCS (B148367-BS1) Prepared: 05/04/16 Analyzed: 05/05/16
Iron 0.515 0.050 mg/L 0.500 103 80-120
LCS Dup (B148367-BSD1) Prepared: 05/04/16 Analyzed: 05/05/16
Iron 0.524 0.050 mg/L 0.500 105 80-120 1.70 20
Duplicate (B148367-DUP1) Source: 16E0017-01 Prepared: 05/04/16 Analyzed: 05/05/16
Tron 213 0.050 mg/L 2.16 1.48 20
Matrix Spike (B148367-MS1) Source: 16E0017-01 Prepared: 05/04/16 Analyzed: 05/05/16
Iron 261 0.050 mg/L 0.500 2.16 904 75-125
Batch B148368 - SW-846 3005A
Blank (B148368-BLK1) Prepared: 05/04/16 Analyzed: 05/05/16
Arsenic ND 2.0 ng/L
Chromium ND 5.0 ug/L
LCS (B148368-BS1) Prepared: 05/04/16 Analyzed: 05/05/16
Arsenic 548 4.0 ug/L, 500 110 80-120
Chromium 541 10 ng/L 500 108 80-120
LCS Dup (B148368-BSD1) Prepared: 05/04/16 Analyzed: 05/05/16
Arsenic 581 4.0 ug/L 500 116 80-120 5.86 20
Chromium 578 10 ng/L 500 116 80-120 6.75 20
Duplicate (B148368-DUP1) Source: 16E0017-01 Prepared: 05/04/16 Analyzed: 05/05/16
Arsenic ND 2.0 ng/L ND NC 20
Chromium ND 5.0 ug/L ND NC 20
Matrix Spike (B148368-MS1) Source: 16E0017-01 Prepared: 05/04/16 Analyzed: 05/05/16
Arsenic 356 4.0 ug/L 500 ND 111 75-125
Chromium 549 10 ng/L 500 345 110 75-125
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total) - Quality Control

Reporting Spike Source Y%REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B148174 - SM21-22 3500 Cr B
Blank (B148174-BLK1) Prepared & Analyzed: 05/02/16
Hexavalent Chromium ND 0.0040 mg/L
LCS (B148174-BS1) Prepared & Analyzed: 05/02/16
Hexavalent Chromium 0.11 0.0040 mg/L 0.160 107 89.1-114
LCS Dup (B148174-BSD1) Prepared & Analyzed: 05/02/16
Hexavalent Chromium 0.11 0.0040 mg/L 0.100 109 89.1-114 1.19 7.19
Batch B148175 - SM21-22 4500 H B
LCS (B148175-BS1) Prepared & Analyzed: 05/02/16
pH 5.01 pH Units 6.00 100 98.5-110
Duplicate (B148175-DUP1) Source: 16E0017-02 Prepared & Analyzed: 05/02/16
pH 7.3 pH Units 73 0.00 5
Batch B148177 - SM21-22 4500 CL G
Blank (B148177-BLK1) Prepared & Analyzed: 05/02/16
Chlorine, Residual ND 0.020 mg/L
LCS (B148177-BS1) Prepared & Analyzed: 05/02/16
Chlorine, Residual 1.4 0.020 mg/L 1.23 110 §8.1-128
LCS Dup (B148177-BSD1) Prepared & Analyzed: 05/02/16
Chlorine, Residual 13 0.020 mg/L 1.23 109 88.1-128 1.26 5
Duplicate (B148177-DUP1) Source: 16E0017-02 Prepared & Analyzed: 05/02/16
Chlorine, Residual ND 0.020 mg/L ND NC 473
Matrix Spike (B148177-MS1) Source: 16E0017-02 Prepared & Analyzed: 05/02/16
Chlorine, Residual 0.95 0.020 mg/L 1.00 ND 946 10-170
Batch B148280 - SM21-22 4500 CL B
Blank (B148280-BLK1) Prepared & Analyzed: 05/03/16
Chloride ND 1.0 mg/L
LCS (B148280-BS1) Prepared & Analyzed: 05/03/16
Chloride 11 1.0 mg/L 10.2 105 87.5-112
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total) - Quality Control

Reporting Spike Source Y%REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B148280 - SM21-22 4506 CL.B
LCS Dup (B148280-BSD1) Prepared & Analyzed: 05/03/16
Chloride 1 1.0 mg/L 10.2 105 87.5-112  0.00 8.07
Batch B148409 - EPA 16648
Blank (B148409-BLK1) Prepared & Analyzed: 05/05/16
Silica Gel Treated HEM (SGT-HEM) ND 14 mg/L
LCS (B148409-BS1) Prepared & Analyzed: 05/05/16
Silica Gel Treated HEM (SGT-HEM) 11 mg/L 10.0 113 64-132
Duplicate (B148409-DUP1) Source: 16E0017-02 Prepared & Analyzed: 05/05/16

1.4 mg/L ND NC 18

Silica Gel Treated HEM (SGT-HEM) ND

ED_004664_00001762-00016

| Page 16 of 21




Table of Contents

AMALYTICAL LA

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
FLAG/QUALIFIER SUMMARY

* QC result is outside of established limits.
T Wide recovery limits established for difficult compound.
b3 Wide RPD limits established for difficult compound.
# Data exceeded client recommended or regulatory level
ND Not Detected
RL Reporting Limit
DL Method Detection Limit
MCL Maximum Contaminant Level
Percent recoveries and relative percent differences (RPDs) are determined by the software using values in the
calculation which have not been rounded.
No results have been blank subtracted unless specified in the case narrative section.
H-05 Holding time was exceeded. pH analysis should be performed immediately at time of sampling. Nominal 15
minute holding time was exceeded.
RL-05 Elevated reporting limit due to high concentration of target compounds. MA CAM reporting limit not met.
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Certified Analyses included in this Report

Analyte

CERTIFICATIONS

Certifications

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

SM21-22 3500 Cr B in Water

Hexavalent Chromium

SM21-22 4500 CL B in Water

Chloride

SM21-22 4500 CL G in Water

Chlorine, Residual

SM21-22 4500 H B in Water

pH
SW-846 6010C-D in Water

[ron

SW-846 6020A4-B in Water

Arsenic
Chromium

SW-846 8260C in Water

1.1-Dichloroethane
1,1-Dichloroethylene
cis-1,2-Dichloroethylene
Tetrachloroethylene
Trichloroethylene

Vinyl Chloride

NY,CT,NH RILME, VANC

NH,CTMANYRILNCME, VA

CTMARLME

CTMARI

CTNH,NY,ME, VA NC

CT.NH,NYME, VA NC

CT.NH,NY,ME, VA NC

CTNHNYME
CTNH,NYME
NY.ME

CTNHNYME
CTNH,NYME
CT.NHNYME

The CON-TEST Environmental Laboratory operates under the following certifications and accreditations:

Code Description Number Expires

ATHA AHA-LAP, LLC 100033 02/1/2018
MA Massachusetts DEP M-MA100 06/30/2016
cT Connecticut Department of Publilec Health PH-0567 09/30/2017
NY New York State Department of Health 10899 NELAP 04/1/2017
NH-S New Hampshire Environmental Lab 2516 NELAP 02/5/2017
RI Rhode Island Department of Health LAO00112 12/30/2016
NC North Carolina Div. of Water Quality 652 12/31/2016
NI New Jersey DEP MAOO7 NELAP 06/30/2016
FL Florida Department of Health E871027 NELAP 06/30/2016
VT Vermont Department of Health Lead Laboratory LLO15036 07/30/2016
ME State of Maine 2011028 06/9/2017
VA Commonwealth of Virginia 460217 12/14/2016
NH-P New Hampshire Environmental Lab 2557 NELAP 09/6/2016
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38 Spruce St &
East Longmeadow, MA, 01028 } j Oﬁ"’tESt
P: 413-525-2332 § | ANALYTICAL LABORATORY
£: 413-525-6405 Page 10f2
wnw-contestiabs.com ~_Sample Receipt Checklsst_

E R SRR

CLIENT NAME

DATE: [ ,2 (L

Table of Contents

1) Was the chain(s) of custody relinquished and signed? @ s No

2) Does the chain agree with the samples? Cﬁé No
if not, explain: )

3) Are all the samples in good condition? Y No
If not, explain:

4) How were the samples received:
Onlce [Q/ Direct from Sampling [

Were the samples received in Temperature Compliance of (2-6°C)? No

Yes

Temperature °C by Temp blank Temperature °C by Temp gun

No CoC Included

Ambient []  InCooler(s) [9/

NIA o

G

5) Are there Dissolved samples for the lab to filter?
Who was notified Date
6) Ase there any RUSH or SHORT HOLDING Ti

Time " @
%7 imp'e Time (925 ®@<

Who was notified 00»"@ Date

Permission to subcontract samples? Yes No

7} Location where samples are stored: 6 (;’ﬂ {Walk-in clients only) if not already approved
Client Signature:

8) Do all samples have the proper Acid pl}\i ) No :

8) Do all samples have the proper Base pH: Yes No NIIAP

10)Was the_ PC notlfled ofranyd;s i Li NJA N

# of containers

1 Liter Amber L{’ 8 oz amber/clear jar
500 mL Amber 4 oz amber/clear jar
250 mL Amber (8oz amber) *%@" Qﬁ 2 oz amber/clear jar
1 Liter Plastic 2 9 Plastic Bag / Ziploc
500 mi Plastic = SOC Kit
250 mi plastic L’f é'ﬂ Non-ConTest Container
40 mL Vial - type listed below Ctg Perchiorate Kit

Colisure / bacteria bottle Flashpoint bottle
Dissolved Oxygen bottle Other glass jar
Encore Cther
L.aboratory Comments:
Ti d Date F :
40 mL vials: # HCI l # Methanol ime andibate Trosen
'# Bisulfate # Dl Water
# Thiosuifate Unpreserved

| Page 20 of 21
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Page 2 of 2
Login Sample Receipt Checklist
{Rejection Criteria Listing - Using Sample Acceptance Policy)
Any False statement will be brought to the attention of Client
Question Answer (True/False Comment
TIFINA

1) The cooler's custody seal, if present, is intact. ol

2) The cooler or samples do not appear to have
been compromised or tampered with.

3) Samples were received on ice.

4) Cooler Temperature is acceptable.

5) Cooler Temperature is recorded.

6) COC is filled out in ink and legible.

\
1
e
\
\
T
o
\

7) COC is filled out with all pertinent information.

8) Fieid Sampler's name present on COC. {

9) There are no discrepancies between the
sample IDs on the container and the COC.

10) Samples are received within Holding Time.

11) Sample containers have legible labels.

12) Containers are not bro'+ 1 or leaking.

13) Air Cassettes are not broken/open.

14) Sample collection date/times are provided.

15) Appropriate sample containers are used.

18} Proper collection media used.

17) No headspace sample bottles are completely filled.

18) There is sufficient volume for all requsted
analyses, including any requested MS/MSDs.

/
19) Trip blanks provided if applicable. i,f V.A

20) VOA sample vials do not have head space or \
bubble is <6mm (1/4") in diameter. Qr

21) Samples do not reguire splitting or compositing. 7/
Who notified of False statemen

Doc #277 Rev. 4 August 2013 Log-in Technician Initials:

DatelT ime}

Date/Time: |
el
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